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swiss dental implants

ASSEMBLY GUIDELINES

SURGICAL KIT




NOTE:
PLEASE PAY ATTENTION TO THE TOOLS INSERTION DIRECTION

AS INDICATED IN THE PICTURES

iz

BOX-UNTD

SFYS042

>[SFYS18| [FC34-6][FC34-8] [FC34-10|[FC34-11.5] [FC34-13] [FC34-15)

>[SFYS19| [FC40-6] [FC40-8] [FC40-10][FC40-11.5] [FC40-13] [FC40-15]

»| PR-FR | [FC45-6][FC45-8] [FC45-10|[FC45-11.5] [FC45-13] [FC45-15| «———

>{IMESTR-U1] [FC50-6] [FC50-8| [FC50-10][FC50-11.5][FC50-13] [FC50-15]

AVM-C | AVM-L|  [UN-PINJUN-PINJUN-PIN][SFYS01¢] [SFYSO11][SFYS013}¢———
A

|ccie-10[cciB-15]cCiB-25] [AMM-U]|  [cCIv-10][CCIV-15]
A




